I.. INTRODUCTION {#acm20363-sec-0001}
================

The need for accurate, practical three‐dimensional dosimetry has become a necessary part of the radiation delivery and treatment process. IMRT commissioning is often performed with 2D relative dose measurements using radiochromic or radiographic film, diode arrays or ion chambers. At present, measuring 3D dose distributions is a difficult and time‐consuming task. Gel dosimeters have been used for 3D dosimetry and many studies demonstrate feasibility. However, gel dosimeters can be difficult to manufacture and read out, and may exhibit sensitivity of the response to oxygen.[^(1)^](#acm20363-bib-0001){ref-type="ref"} Recently, PRESAGE® has been studied as a radiochromic three‐dimensional dosimeter. PRESAGE® is composed of polyurethane, radiochromic components (leuco dyes), and halogen‐containing free radical initiators. PRESAGE® has an optical attenuation coefficient that changes linearly with absorbed dose. The combination of PRESAGE® and an optical CT scanner has addressed this need to measure the dose in three dimensions.[^2^](#acm20363-bib-0002){ref-type="ref"}, [^3^](#acm20363-bib-0003){ref-type="ref"}, [^4^](#acm20363-bib-0004){ref-type="ref"}, [^5^](#acm20363-bib-0005){ref-type="ref"}, [^6^](#acm20363-bib-0006){ref-type="ref"}, [^7^](#acm20363-bib-0007){ref-type="ref"}, [^8^](#acm20363-bib-0008){ref-type="ref"}, [^9^](#acm20363-bib-0009){ref-type="ref"}, [^10^](#acm20363-bib-0010){ref-type="ref"}, [^11^](#acm20363-bib-0011){ref-type="ref"}, [^12^](#acm20363-bib-0012){ref-type="ref"}, [^13^](#acm20363-bib-0013){ref-type="ref"} There are three characteristics of PRESAGE® that make it suitable as a radiochromic‐based dosimeter. First, PRESAGE® can be fashioned into an optically clear 3D solid. Second, PRESAGE® polymerizes at a relatively low temperature which minimizes undesired thermal oxidation reactions that contribute to enhanced background of the dosimeter. Third, PRESAGE® is a tissue‐equivalent material.[^14^](#acm20363-bib-0014){ref-type="ref"}, [^15^](#acm20363-bib-0015){ref-type="ref"}, [^16^](#acm20363-bib-0016){ref-type="ref"}, [^17^](#acm20363-bib-0017){ref-type="ref"}

Many studies have been performed on the PRESAGE® dosimeters that show acceptable agreement between measured and reference doses. Sakhalkar et al.[^18^](#acm20363-bib-0018){ref-type="ref"}, [^19^](#acm20363-bib-0019){ref-type="ref"}, [^20^](#acm20363-bib-0020){ref-type="ref"} demonstrated that the PRESAGE®/optical CT system has excellent precision, accuracy, reproducibility, and robustness for 3D dosimetry. Oldham et al.[^(1)^](#acm20363-bib-0001){ref-type="ref"} showed that dose profiles and isodoses between the PRESAGE®/optical CT system, Eclipse, and EBT2 film demonstrated excellent agreement at all points except within 3 mm of the outer edge of the dosimeter. Further, Oldham et al showed that the gamma map and dose calculation comparisons in the absence of inhomogeneities were within $\pm 3\%/ \pm 3\,\text{mm}$ for 96% of the comparison points. Sakhalkar et al.[^(21)^](#acm20363-bib-0021){ref-type="ref"} also showed that relative dose profile comparisons between Eclipse, EBT2, and PRESAGE® were within 4%. The gamma comparisons showed that the calculations and measurements were within the gamma criterion of $\pm 4\%$ and $\pm 3\,\text{mm}$ for $> 94\%$ of comparison points except those points near the edges.

Previous work has focused on the basic dosimetric characteristics of PRESAGE® and investigation of the feasibility of the PRESAGE®/optical CT system for 3D dosimetry. The latter investigations involved delivering simple dose distributions or IMRT distributions to dosimeters fabricated in regular cylindrical shapes. The present study evaluates the feasibility of a breastshaped anthropomorphic PRESAGE® dosimeter, and builds on this earlier work by applying the PRESAGE®/optical CT system to the verification of a five‐field complex IMRT delivery for breast IMRT. To our knowledge, this is the first study of an anthropomorphic breast PRESAGE® dosimeter. Independent measurements were also performed using EBT2 GAFCHROMIC film as a verification check on the PRESAGE® and Pinnacle^3^ distributions.

II.. MATERIALS AND METHODS {#acm20363-sec-0002}
==========================

A.. PRESAGE® dosimeter and optical CT scanning {#acm20363-sec-0003}
----------------------------------------------

The PRESAGE® dosimeter (Heuris Pharma LLC, Skillman, NJ) was molded from a batch of pre‐mold mixture which was comprised of a solvent, leuco dye, and halogen‐based free radical initiator. The formulation of PRESAGE® used in this study had $Z_{\text{eff}}$ of 7.6 according to Heuris Pharma, a physical density of 1.07 g/cm^3^ reported by the Pinnacle^3^ treatment planning system, and CT number of 122. The PRESAGE® dosimeter was fashioned into a breast shape. The physical dimensions of the breast PRESAGE® dosimeter were 13.8 cm (length) by 12.4 cm (width) and 4.6 cm (height). The dosimeter was scanned with the Duke Midsized Optical Scanner dedicated for the RPC (DMOS‐RPC) (Duke University, Durham, NC) using 1° per step to produce 360 projection images.[^(22)^](#acm20363-bib-0022){ref-type="ref"} Transverse images were reconstructed by filtered back projection to a 1 mm voxel edge.

The DMOS‐RPC scanner (Fig. 1) consists of a matched telemetric source and image lens that provides a field of view (FOV) that is matched to the dimensions of the dosimeter. The DMOS‐RPC uses a near parallel diffused light source coupled to a matched telecentric lens and a CCD camera to image the PRESAGE®. The light passes through an aquarium with an antiglare coating which holds the PRESAGE® and matching fluid. The light is attenuated through the dosimeter and received by a telecentric lens. The matching fluid is composed of octyl salicylate, octyl cinnamate, and mineral oil in a combination that matches the index of refraction of the PRESAGE®. Edge artifacts arise from the reflection and refraction due to imperfect index of refraction matching between the mineral oil solution and the PRESAGE®.

![DMOS reconstruction graphical user interface: (upper left) projection images associated with the pre‐irradiation scan; (upper right) sonogram; (lower left) projection images of the post‐irradiation scan; (lower right) reconstructed transverse image. A correction for stray light is applied to each pre‐irradiation scan and post‐irradiation scan projection prior to reconstruction.](ACM2-15-363-g001){#acm20363-fig-0001}

B.. Treatment planning and delivery {#acm20363-sec-0004}
-----------------------------------

A treatment planning X‐ray CT scan with a slice thickness of 1 mm was acquired of the breast PRESAGE® dosimeter using a GE CT scanner (GE Healthcare Technologies, Waukesha, WI). Subsequent to the CT scan, a pre‐irradiation optical CT was performed to assess any optical density changes from the CT acquisition. The CT data were exported to a Pinnacle^3^ v 9.0 treatment planning workstation (Royal Philips Electronics, Eindhoven, The Netherlands) where the treatment plan was created. The entire breast was contoured. The PTV was created by contracting the breast contour by 3 mm uniformly. A lung avoidance structure was created beneath the breast. These structures are illustrated in Fig. 2. PTV subvolumes were drawn inside the PTV to elucidate whether deeper regions of interest were affected less by edge artifacts. The PTV subvolumes were created by contracting the PTV by 1 mm, 3 mm and 5 mm isotropically. The IMRT plan was optimized to deliver 300 cGy to the PTV, while avoiding more than 225 cGy to the lung avoidance structure, with 5 gantry angles (265°, 300°, 0°, 60°, and 95°) and 6 MV. These five beams shared a common isocenter (the marked isocenter as shown in Fig. 2). Dose calculations were computed with the collapsed cone convolution algorithm with a 3 mm grid resolution.

The breast PRESAGE® was situated on a 5 cm thick block of solid water on the linac couch, and the lasers were aligned with the three BBs, as shown in Fig. 2. 300 cGy was delivered to the dosimeter with a 6 MV beam on a Varian 21EX linear accelerator (Varian Medical Systems, Palo Alto, CA). 300 cGy was chosen as to best maximize signal‐to‐noise ratio for the optical CT scanning for this batch of PRESAGE®.

![Axial, sagittal, and coronal views of the PRESAGE® breast. The regions of interest are breast (red), PTV (green), and lung avoidance (yellow).](ACM2-15-363-g002){#acm20363-fig-0002}

Cuvettes with a volume of $1\,\text{cm} \times 1\,\text{cm} \times 3\,\text{cm}$ were irradiated in high‐impact polystyrene with a 6 MV beam on a Varian 21EX linear accelerator. Dose levels were 0, 300, 600, and 900 cGy. The linearity of the PRESAGE® dosimeter over this dose range has been demonstrated previously.[^14^](#acm20363-bib-0014){ref-type="ref"}, [^15^](#acm20363-bib-0015){ref-type="ref"}, [^23^](#acm20363-bib-0023){ref-type="ref"}, [^24^](#acm20363-bib-0024){ref-type="ref"}, [^25^](#acm20363-bib-0025){ref-type="ref"} The absorption of the material was determined by a Genesys 20 spectrophotometer (Thermo Fisher Scientific, Houston, TX) prior to and post irradiation and the OD was compared to the dose delivered to calculate the PRESAGE® calibration.

C.. Independent EBT2 film measurement {#acm20363-sec-0005}
-------------------------------------

An independent dose distribution verification was performed using GAFCHROMIC EBT2 film (ISP Corp, Wayne, NJ, USA). Temporal stability, directional independence and convenience of the self‐developing radiochromic film were the basic reasons to use EBT2 film.[^(26)^](#acm20363-bib-0026){ref-type="ref"} A PRESAGE® dosimeter was cut at three levels corresponding approximately to parallel axial planes, and pieces of EBT2 film were placed between the PRESAGE® sections, as shown in Fig. 3. The dosimeter with films inserted was irradiated with the original five‐field IMRT plan. An OD to dose curve was measured in solid water with 6 MV photons from a Varian 21EX. The films were digitized using a 48‐bit transmission/reflection flatbed photo‐scanner Epson‐10000XL (Epson America, Inc. Long Beach, CA). Each film was scanned in transmission mode and only the red channel was extracted for analysis because EBT2 film has a maximum response to red light at 633 nm.[^(11)^](#acm20363-bib-0011){ref-type="ref"} The calibration curve was applied to the EBT2 film to convert OD to dose.

![The PRESAGE® was cut into three axial sections. EBT2 film was inserted at the cut plane to provide an independent 2D measurement of the dose distributions in this plane.](ACM2-15-363-g003){#acm20363-fig-0003}

D.. Data registration and dose analysis {#acm20363-sec-0006}
---------------------------------------

The transverse images with dose distribution from DMOS‐RPC and the Pinnacle^3^ treatment plan were exported to Computational Environment for Radiotherapy Research program CERR (Memorial Sloan Kettering Cancer Center, New York, NY). The calculated dose distribution from Pinnacle^3^ was compared to the measured distributions from PRESAGE® and EBT2. EBT2 scans were analyzed using Image J software (National Institutes of Health, USA). At the time of this investigation, the CERR software did not have a true 3D gamma calculation, so all quantitative analysis between datasets was restricted to a slice‐by‐slice analysis using line profiles, DVHs, and 2D gamma maps.[^(3)^](#acm20363-bib-0003){ref-type="ref"} The gamma analysis criterion selected for the gamma map comparisons was $\pm 3\%/ \pm 3\,\text{mm}$. Comparisons with EBT2 film were used as a second independent measurement to verify the accuracy of PRESAGE® and Pinnacle^3^.

III.. RESULTS & DISCUSSION {#acm20363-sec-0007}
==========================

A.. PRESAGE® and EBT2 film calibration {#acm20363-sec-0008}
--------------------------------------

It was determined that the treatment planning CT scan of the breast PRESAGE® dosimeter did not produce any change in OD of the dosimeter. The radiochromic response was linear with a sensitivity of 0.0059 OD change for a 1 mm path length, as shown in Fig. 4(a). Figure 4(b) shows the EBT2 film OD to dose curve. The coefficients of variation for the PRESAGE® and EBT2 film were 1.0% and 0.75%, respectively.

![OD to dose curve for PRESAGE® (a); OD to dose curve for EBT2 film (b).](ACM2-15-363-g004){#acm20363-fig-0004}

B.. Dose‐volume histograms of the PTV {#acm20363-sec-0009}
-------------------------------------

Figure 5 illustrates the PTV DVH comparisons of the five‐field breast IMRT plan between PRESAGE® and Pinnacle^3^. There are regions near the edges where the PRESAGE® measurements differ from Pinnacle^3^. This is due to edge artifacts, as observed in similar studies.[^(19)^](#acm20363-bib-0019){ref-type="ref"} Ninety‐five and one‐half percent (95.5%) of comparison points passed the $\pm 3\%/ \pm 3\,\text{mm}$ test criterion between Pinnacle^3^ and PRESAGE® for the PTV when the outer 8 mm of phantom were discluded.

The PRESAGE®‐determined PTV DVHs were slightly less homogenous than those calculated by Pinnacle^3^, with small regions of relative over‐ and underdose occurring near the edge of the breast phantom. For the PTV DVH, a maximum 5% dose difference was observed at 5% and 95% of the fractional volume, as shown in Fig. 5(a). It is likely that part of this difference is real and part is due to artifacts in the PRESAGE® distribution. The PTV subvolume DVHs exhibited a maximum dose difference of 3% and 2% for PTV 1 mm and PTV 3 mm, respectively. The PTV 5 mm subvolume DVH showed a maximum dose difference of 1%.

![Dose‐volume histogram comparisons between the PRESAGE® and Pinnacle^3^: (a) PTV; (b) PTV 1 mm; (c) PTV](ACM2-15-363-g005){#acm20363-fig-0005}

C.. DVH of the breast {#acm20363-sec-0010}
---------------------

Figure 6 illustrates the breast DVH comparison between Pinnacle^3^ and PRESAGE®. Deviations exist between 0.5 and 3 cGy. These discrepancies are likely due to edge artifacts, as the breast region of interest encompassed the entire PRESAGE®.

![Dose‐volume histogram comparisons between the PRESAGE® and Pinnacle^3^ for breast.](ACM2-15-363-g006){#acm20363-fig-0006}

D.. Isodose line profiles {#acm20363-sec-0011}
-------------------------

Figure 7 illustrates line profile comparisons from the breast dosimeter between Pinnacle^3^, EBT2 film, and PRESAGE®. In general, the line plots show agreement among all three distributions, with a maximum difference of 5%. Some relatively minor differences can be recognized amongst the distributions. However, no systematic trends are apparent, and it is impossible to report whether the PRESAGE® or EBT2 distributions agree more with the Pinnacle^3^ distribution. The differences appear greatest at the periphery of the breast, as demonstrated by the three graphs shown in Fig. 7.

The line profile comparisons yielded a maximum difference amongst the three distributions of 2% within the central 80% of the field width. Another consideration is that the two measured distributions EBT2 and PRESAGE® actually correspond to two independent deliveries of the same treatment plan. Any variation in the mechanics of the delivery would also contribute to differences in the measured distribution.

![Line profiles of the Pinnacle^3^, PRESAGE®, and EBT2 film dose distributions from the axial slices (a)--(c) shown in Fig. 3.](ACM2-15-363-g007){#acm20363-fig-0007}

E.. Gamma map comparisons {#acm20363-sec-0012}
-------------------------

Figure 8(a) illustrates the gamma map comparisons ($\pm 3\%/ \pm 3\,\text{mm}$) amongst Pinnacle^3^, EBT2, and PRESAGE® for a region of PTV 5 mm on film plane B, as shown in Fig. 3.

The pass rates for the axial 2D gamma comparisons in Fig. 8(a) ($\pm 3\%/ \pm 2\,\text{mm}$) of EBT2 versus PRESAGE®, PRESAGE® versus Pinnacle^3^, and EBT2 versus Pinnacle3 were 88.4%, 90.6%, and 91.2%, respectively. The majority of failures in all three comparisons occur near the edge of the dosimeter in the outer 8 mm rind of the PRESAGE®. In this region, the PRESAGE® doses are likely inaccurate due to edge artifacts, and the Pinnacle^3^ dose may be inaccurate due to difficulty in modeling the buildup region. If this outer 8 mm rind is ignored, the pass rate rises to 95% for the 2D comparisons of PRESAGE® with Pinnacle^3^.

![Gamma maps (a) ($\pm 3\%/ \pm 3\,\text{mm}$) between Pinnacle^3^, EBT2, and PRESAGE® for a region of PTV 5 mm on film plane B, as shown in Fig. 3; PRESAGE® and Pinnacle^3^ gamma distributions (b) ($\pm 3\%/ \pm 3\,\text{mm}$) in the transverse and sagittal planes for the PTV 5 mm intersecting film plane B, as shown in Fig. 3.](ACM2-15-363-g008){#acm20363-fig-0008}

V.. CONCLUSIONS {#acm20363-sec-0013}
===============

An anthropomorphic breast PRESAGE® was created, and measurements of a clinically realistic IMRT treatment delivery were acquired and compared to the Pinnacle^3^ treatment planning system and GAFCHROMIC EBT2 film. The PRESAGE® and Pinnacle^3^ comparison for the PTV showed that 95.5% points passed the $\pm 3\%/ \pm 3\,\text{mm}$ criterion when the outer 8 mm of phantom data were discluded whereas EBT2 film agreement was 88.4% and 91.2% with PRESAGE® and Pinnacle^3^, respectively, for the film planes comparison ($\pm 3\%/ \pm 3\,\text{mm}$). Line profiles of the EBT2 film, Pinnacle^3^, and PRESAGE® were found to be within 2%, except for data within 8 mm of the edge of the dosimeter. The PTV DVH of PRESAGE® and Pinnacle^3^ showed a 5% dose difference at the edges. This work demonstrates the feasibility of fashioning PRESAGE® into an anthropomorphic shape for verification of breast IMRT, and it provides groundwork for future investigations into more complex anthropomorphic phantoms. The primary advantage of the PRESAGE®/optical CT system is the fact that it can produce true 3D dosimetry and this is highlighted in the dose‐volume histogram plots. But due to edge artifacts, high precision dose measurement is difficult at the edges. The losses of the signal at the edges of the dosimeter attenuate the laser light that produce the edge artifacts. To overcome these edge artifacts, optics and acquisition techniques should be improved to reduce the noise in reconstruction of the images.[^(3)^](#acm20363-bib-0003){ref-type="ref"} Moreover improvement in the optical CT scanner design and acquisition technique may lead to reduced edge artifacts.
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